
 

California Medical Device 
Recall Information 

 

Recall Name 

 
Cook Medical Recalls Catheters with Beacon® Tip Technology 

Due to Potential Tip Fracture and/or Separation 

Recall Date Product Description Recalling Firm Recall Reason 

 
4/15/16 

 
Catheters 

w/ Beacon® Tip Technology 

 
Cook Medical, Inc. 
Bloomington, IN 

 
Potential for tip fracture 
or separation which 
may require medical 
intervention. 

Recall Class Product Identification Distribution Affected Dates 

 
N/A 

 
Product Catalog Numbers 
and Lot Numbers affected 
 
 
 

 
CA, nationwide 

 

 
Distributed prior to 

  
April 2016 

 
 

 
FOR ADDITIONAL INFORMATION, PLEASE VISIT:   

http://www.fda.gov/Safety/MedWatch/SafetyInformation/SafetyAlertsforHumanMedicalProducts/ucm4
99118.htm 

 
 
 

 

http://www.fda.gov/downloads/Safety/Recalls/UCM499057.pdf
http://www.fda.gov/downloads/Safety/Recalls/UCM499057.pdf
http://links.govdelivery.com/track?type=click&enid=ZWFzPTEmbXNpZD0mYXVpZD0mbWFpbGluZ2lkPTIwMTYwNTA0LjU4NTk5NzUxJm1lc3NhZ2VpZD1NREItUFJELUJVTC0yMDE2MDUwNC41ODU5OTc1MSZkYXRhYmFzZWlkPTEwMDEmc2VyaWFsPTE3NjkwMTM1JmVtYWlsaWQ9Z2VvcmdlLnRpb25nc29uQGNkcGguY2EuZ292JnVzZXJpZD1nZW9yZ2UudGlvbmdzb25AY2RwaC5jYS5nb3YmdGFyZ2V0aWQ9JmZsPSZleHRyYT1NdWx0aXZhcmlhdGVJZD0mJiY=&&&103&&&http://www.fda.gov/Safety/MedWatch/SafetyInformation/SafetyAlertsforHumanMedicalProducts/ucm499118.htm?source=govdelivery&utm_medium=email&utm_source=govdelivery
http://links.govdelivery.com/track?type=click&enid=ZWFzPTEmbXNpZD0mYXVpZD0mbWFpbGluZ2lkPTIwMTYwNTA0LjU4NTk5NzUxJm1lc3NhZ2VpZD1NREItUFJELUJVTC0yMDE2MDUwNC41ODU5OTc1MSZkYXRhYmFzZWlkPTEwMDEmc2VyaWFsPTE3NjkwMTM1JmVtYWlsaWQ9Z2VvcmdlLnRpb25nc29uQGNkcGguY2EuZ292JnVzZXJpZD1nZW9yZ2UudGlvbmdzb25AY2RwaC5jYS5nb3YmdGFyZ2V0aWQ9JmZsPSZleHRyYT1NdWx0aXZhcmlhdGVJZD0mJiY=&&&103&&&http://www.fda.gov/Safety/MedWatch/SafetyInformation/SafetyAlertsforHumanMedicalProducts/ucm499118.htm?source=govdelivery&utm_medium=email&utm_source=govdelivery

